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Figure 3.  Bioanalyzer analyses of PCR products (tube M6A-M6E) from Split Out PCR step. (a) The result showed an abnormal band (arrow) at M6 tube and (b) the result from the electropherogram showed an abnormal peak (arrow) at M6C tube with molecular size of 1216 bp. These findings (a and b) confirmed the presence of translocation (9;12) and the specific breakpoint was ETV6 exon 5-ABL1 exon2.
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